Comparing E- and D-speed film: the effects of various storage conditions on fogging.
Despite the reduced radiation exposure documented with E-speed film use, many clinicians still prefer D-speed radiographic film. The authors tested various storage factors and found that E-speed film is more sensitive to these variables than D-speed film.